The effect of Goldmann applanation tonometry on automated static threshold perimetry.
Automated static threshold perimetry was performed in both eyes of 10 normal and 12 ocular hypertensive subjects treated with a topical beta-blocker, before and after Goldmann applanation tonometry of their right eyes. Both objective statistical comparison and subjective evaluation of the resultant visual fields showed no detrimental effect on visual field test results after applanation tonometry.